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1.0  INTRODUCTION 


The  goal  of  the  Advanced  Development  of  X-Ray  Computed  Tomography  Applications 
demonstration  (CTAD)  program  is  to  evaluate  inspection  applications  for  which  computed 
tomography  (CT)  can  provide  a  cost-effective  means  of  inspecting  aircraft/aerospace  components. 
The  program  is  task  assigned  so  that  specific  CT  applications  or  application  areas  can  be  addressed 
in  separate  task  assigned  projects.  This  interim  report  is  the  result  of  a  task  assignment  study. 
Under  the  program,  candidate  hardware  is  selected  for  testing  that  offers  potential  for  return  on 
investment  (ROI)  for  the  nondestructive  evaluation  system  and  operation.  Three  categories  of  task 
assignment  are  employed  in  the  program:  1)  preliminary  tests  where  a  variety  of  parts  and 
components  in  an  application  area  are  evaluated  for  their  suitability  to  CT  examinations  for  their 
inspection;  2)  final  tests  where  one  or  a  few  components  are  selected  for  detailed  testing  of  CT 
capability  to  detect  and  quantify  defects;  and  3)  demonstrations  where  the  economic  viability  of  CT 
to  the  inspection  problem  are  analyzed  and  the  results  presented  to  government  and  industry. 

X-ray  computed  tomography  (CT)  is  a  powerful  nondestructive  evaluation  technique  that  was 
conceived  in  the  early  1960's  and  has  been  developing  rapidly  ever  since.  CT  uses  penetrating 
radiation  from  many  angles  to  reconstruct  image  cross  sections  of  an  object.  The  clear  images  of 
an  interior  plane  of  an  object  are  achieved  without  the  confusion  of  superposition  of  features  often 
found  with  conventional  film  radiography.  CT  can  provide  quantitative  information  about  the 
density  and  dimensions  of  the  features  imaged. 

Although  CT  has  been  predominantly  applied  to  medical  diagnosis,  industrial  applications  have 
been  growing  over  the  past  decade.  Medical  systems  are  designed  for  high  throughput  and  low 
dosages  specifically  for  humans  and  human  sized  objects.  These  systems  can  be  applied  to 
industrial  objects  that  have  low  atomic  number  and  are  less  than  one-half  meter  in  diameter. 
Industrial  CT  systems  do  not  have  dosage  and  size  constraints.  They  are  built  in  a  wide  range  of 
sizes  from  the  inspection  of  small  jet  engine  turbine  blades  using  mid-energy  (hundreds  of  keV)  X- 
ray  sources  to  the  inspection  of  large  ICBM  missiles  requiring  high  (MeV  level)  X-ray  energies. 
Industrial  CT  systems  generally  have  much  less  throughput  than  medical  systems.  The  CTAD 
program  utilizes  a  wide  range  of  CT  systems,  both  medical  and  industrial. 


1 . 1  Scope 

This  task  assignment,  designated  "Task  3  -  Castings",  is  a  preliminary  testing  task  in  the  area  of 
aircraft/aerospace  castings.  This  report  discusses  the  components  selected  for  CT  testing,  the 
results  of  testing,  the  implications  of  the  results  for  economic  application  of  CT  to  castings  and 
recommendations  for  future  direction. 


1.2  Objectives 

The  overall  program  goal  is  to  evaluate  the  economic  incentive  to  utilize  CT  in  the 
aircraft/aerospace  industry.  The  objective  for  this  task  assignment  was  to  identify  the  applicability 
and  economic  potential  of  CT  for  the  inspection  of  castings.  The  casting  industry  has  well 
established  inspection  practices,  but  they  have  severe  limitations  and  economic  impact  on  the  use 
of  castings.  CT  offers  a  different  inspection  orientation  and  data  analysis  capability  from  film 
radiography.  It  offers  considerable  potential  to  overcome  some  of  the  limitations  of  current 
practice.  Because  there  is  no  established  criteria  for  CT  inspection  of  castings,  it  was  necessary  in 
this  preliminary  task  assignment  to  correlate  CT  data  to  conventional  film  radiographic  inspection 
criteria. 
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The  approach  to  evaluate  CT  applicability  to  castings  was  to  obtain  various  casting  defects  and 
compare  the  capability  of  CT  with  conventional  radiography  for  defect  characterization.  The 
dimensional  measurement  accuracy  of  CT  and  the  effect  of  full-scale  casting  geometry  on  the  CT 
inspection  sensitivity  were  also  addressed. 


1 . 3  NDE  of  Castings 

Castings  are  used  extensively  in  the  aircraft  and  aerospace  industry  and  include  aluminum, 
magnesium,  titanium  and  steel  alloys.  Compared  to  forgings  and  billet  machined  parts  they  are  far 
less  expensive  by  approximately  a  factor  of  four.  Castings  can  be  produced  in  complicated  shapes 
that  are  impossible  with  machining  techniques.  Most  castings  contain  imperfections  to  some 
degree;  some  are  serious.  Surface  flaws  are  detected  using  visual  and  dye  penetrant  inspection. 
Subsurface  flaws  are  detected  with  radiographic  inspection. 

Three  X-ray  imaging  techniques  are  addressed  in  this  report:  film  radiography  (RT),  digital 
radiography  (DR)  and  computed  tomography  (CT).  A  description  of  each  of  these  techniques  is 
given  in  Appendix  A. 


1.3.1  Film  Radiography 

The  radiographic  (film  X-ray)  inspection  of  castings  for  imperfections  such  as  gas  holes,  porosity, 
shrinkage,  inclusions  and  cracks  is  performed  routinely  in  the  aerospace  industry.  In  current 
inspection  practice,  the  casting  radiograph  is  compared  to  ASTM  reference  radiographs  and  a 
judgement  is  made  on  the  defect  level.  A  category  (FI  to  F8),  ranging  in  increasing  order  of 
severity,  is  assigned.  In  the  case  of  aluminum  castings,  the  ASTM  E155-60T  reference 
radiographs  include  sets  of  radiographs  at  two  aluminum  thicknesses,  6.4  mm  (0.25  inch)  and  19 
mm  (0.75  inch),  for  gas  holes,  gas  porosity  (round),  gas  porosity  (elongated),  shrinkage 
(sponge),  shrinkage  (cavity),  foreign  material  (less  dense),  and  foreign  material  (more  dense). 
The  6.4  mm  (0.25  inch)  standard  set  is  used  for  parts  up  to  12.5  mm  (0.5  inch)  thick  and  the  19 
mm  (0.75  inch)  standard  set  is  used  for  parts  greater  than  12.5  mm  (0.5  inch)  and  up  to  50  mm  (2 
inch)  thick.  Figures  1.3-1  and  Figure  1.3-2  show  X-ray  film  reproductions  of  casting  flaws  taken 
from  the  ASTM  E155-60T  reference  radiograph  set.  Figures  1.3-1  shows  frames  1,  3,  6,  and  8 
level  of  aluminum  gas  holes  and  Figure  1.3-2  shows  frames  1,  3,  6,  and  8  level  of  aluminum 
shrinkage  cavities. 

Once  the  part  is  radiographed  the  film  is  reviewed  and  the  ASTM  reference  frame  number  value  is 
assigned.  The  part  is  accepted  or  rejected  based  on  the  design  allowable  flaw  levels  (FI  to  F8  for 
porosity,  shrinkage,  holes,  etc.)  for  that  part.  In  the  case  of  cracks,  any  discemable  crack 
indication  in  the  casting  radiograph  is  considered  sufficient  cause  for  rejection.  There  are  a  number 
of  shortcomings  to  this  evaluation.  The  primary  problem  is  that  the  ASTM  standard  is  responsive 
to  the  capability  of  film  radiography,  not  the  engineering  requirement  on  the  casting  performance. 

The  interpretation  of  flaw  severity  by  film  radiography  is  subjective  and  may  vary  widely  between 
independent  radiographers.  In  addition,  the  thickness  of  the  part  influences  the  detectability  of 
flaws.  A  radiograph  of  a  thicker  part  with  the  same  flaw  condition  as  a  thinner  part  will  produce  a 
lower  contrast  image.  Interpretation  of  radiographs  is  often  compromised  by  surface  features  or 
irregularities  which  may  give  false  appearances  of  non-existent  flaws.  The  depth  and  distribution 
of  flaws  cannot  be  known  from  a  single  radiograph  due  to  the  lack  of  three-dimensional 
information.  Also,  film  radiography  may  provide  little  or  no  useful  information  in  critical 
inspection  areas  because  of  the  difficulty  of  film  placement  and  X-ray  beam  orientation  on 
specimens  of  unusual  geometry,  i.e.,  complex  shape,  thickness  or  curvature.  Because  RT  cannot 
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Figure  1 .3-1  ASTM  standard  flaw  levels  for  gas  holes  in  aluminum 


Figure  1 .3-2  ASTM  standard  flaw  levels  for  shrinkage  in  aluminum 


precisely  define  flaw  size  and  location  throughout  a  complex  part,  the  acceptance  criteria  must  be 
extremely  conservative,  often  resulting  in  the  rejection  of  useful  product. 


1 .3.2  Computed  Tomography  (CT) 

CT  provides  better  flaw  depth  and  flaw  distribution  information  than  conventional  RT.  The 
superposition  of  information  in  RT,  which  reduces  sensitivity,  is  eliminated  in  CT  scanning.  CT 
can  precisely  define  the  size  and  location  of  shrinkage,  holes,  porosity  and  cracks  within  the 
inspected  component  Depth  information  is  useful  in  categorizing  and  evaluating  defects.  Because 
complete  spatial  information  on  part  cor^guration  and  defect  location  is  available  from  CT,  an 
engineering  assessment  of  fitness-for-service  of  the  as-built  component  is  possible  which  could 
potentially  reduce  casting  rejections  significantly. 

Digital  radiography  is  a  companion  feature  on  CT  systems  and  provides  very  similar  information  to 
film  radiography.  DR  scans  are  commonly  used  to  identify  die  CT  slice  plane  locadon(s)  prior  to 
performing  CT  scans  at  those  selected  elevations  on  the  component  Both  CT  and  DR  result  in 
digital  data  sets  that  can  be  readily  processed  by  image  processing  software  for  display  and 
enhancement 
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2.0  TEST  PLAN 
2. 1  Part  Selection 


Casting  defect  samples  of  various  types  were  sought  from  the  aircraft/aerospace  industry  for 
studying  CT  capability.  Contacts  were  made  with  numerous  foundries.  A  listing  of  the  foundries 
and  type  of  castings  they  manufacture  is  contained  in  Appendix  B.  Figure  2.1-1  is  a  listing  of  the 
casting  candidates  considered  for  scanning.  The  list  includes  the  part  identification  number 
assigned  for  the  program  and  the  description  of  the  flaw  with  ASTM  frame  number  where 
appropriate.  The  castings  were  RT  inspected  and  the  film  evaluation  was  used  to  select  those 

In  order  to  compare  the  detectability  of  RT  and  CT  on  casting  defects  in  a  controlled  manner,  the 
flawed  area  was  excised  from  the  original  host  structure  in  a  number  of  the  samples.  This  process 
resulted  in  small  test  specimens  which  typically  averaged  about  40  mm  (1.6  inches)  in  diameter 
and  5  to  25  mm  (0.2  to  1  inch)  in  thickness.  The  excised  coupons  contained  documented  flaws, 
i.e.,  shrinkage,  holes/porosity  and  cracks,  ranging  in  severity  from  ASTM  F2  to  F8.  Larger 
casting  samples  were  also  maintained  for  evaluation  of  the  effect  of  detectability  of  defects  when 
inserted  in  the  large  structure  format 


2.2  Performance  Characteristics 

Two  high  resolution  (2  to  4  lp/mm  -  GE  Bench  XIM,  SMS  CITA  101B)  and  two  medium 
resolution  (1  lp/mm  -  ARACOR  ARNIS I  (Aerojet),  Bioimaging  ACTIS  (Boeing))  industrial  CT 
systems,  and  one  medical  CT  system  (GE  CT9800  QUIK)  were  evaluated  for  their  performance. 
Figure  2.2-1  lists  the  performance  characteristics  of  the  CT  systems  measured  on  this  task 
assignment.  The  measurements  were  obtained  using  the  resolution  and  noise  test  phantoms 
described  in  Appendix  C.  The  CT  systems  are  designated  in  Figure  2.2-1  by  an  arbitrary  lettering 
assignment  that  has  been  used  throughout  the  CTAD  program  [1 ,2].  CT  images  discussed  in  the 
report  can  be  correlated  to  the  resolution  and  contrast  sensitivity  capability  of  the  CT  system 
utilized  by  reference  to  this  figure.  This  data  is  useful  for  establishing  the  CT  performance  level 
necessary  to  achieve  inspection  goals. 

The  CT  images  selected  for  reproduction  in  this  report  are  examples  of  the  quality  that  can  be 
achieved  by  utilizing  a  CT  system  having  similar  imaging  capability.  Due  to  the  reproduction 
process,  however,  the  image  quality  is  less  than  that  observed  in  the  original  data  on  the  image 
display  system. 

In  addition  to  the  resolution,  noise  and  density  phantoms  used  to  measure  CT  system 
characteristics,  dimensional  measurement  phantoms  were  developed  for  this  task  assignment  and 
are  also  described  in  Appendix  C.  The  use  of  these  phantoms  is  discussed  in  Section  3.3. 
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PID# 

Defect  Type 

faTTiiEE 

|  A.  Sandcastings,  Aluminum  -  Aircraft 

0301 15A 

Coupon 

Surface  porosity 

F6 

0301 15B 

Coupon 

Surface  porosity 

F5 

030116 

Coupon 

Large  porosity 

F4 

030117 

Coupon 

Mult,  holes 

- 

0301 18A 

Coupon 

Mult,  holes 

F5-F6 

0301 18B 

Coupon 

Porosity 

FI 

030119 

Coupon 

String  LDI 

- 

030120 

Coupon 

Surface  Cracks 

* 

030121 

Coupon 

Spot  in  this  area 

F3 

030122 

Coupon 

Large  hole 

F3 

030123 

Coupon 

Porosity  w/lg.hole 

F1.F2 

030124 

Coupon 

Small  edge  crack 

* 

030125 

Coupon 

Multiple  Holes 

F7-F8 

030126 

Main  Inlet  Duct  No.  1 

No  obvious  RT  ind. 

FI  or  less 

030127 

Main  Inlet  Duct  No.  2 

Surface  Hole 

F8 

030128 

Air  Inlet  Scoop 

No  obvious  RT  ind. 

FI  or  less 

030129 

Triangle  Plate 

No  obvious  RT  ind. 

FI  or  less 

030130 

Thick  Rectangle 

Small  Crack/Shrink 

* 

Thick  Plate 

Porosity 

F2 _ 

030132 

Thick  Rectangle 

Shrink 

F8 

030133 

Thick  Plate 

Shrink 

F5 

030134 

Thick  Plate 

Shrink 

F4-F8 

030135 

Triangle  Knob 

Shrink 

FI  or  less 

030136 

Thin  Wall  Plate 

Surface  flaw 

F2 

030137 

Small  Thick  Rectangular 

Shrink 

F4 

030138 

Thick  Square 

Shrink 

F5 

030139 

Full  Web 

Shrink 

F2-F3 

C.  Magnes 

lum  Castings  -  Aircraft 

030201 

Banjo  Trim  Mechanism. 

unknown 

D.  Titanium  Castings  -  Aircraft  Engines 

030302 

1  Step  wedge 

— 

030303 

— 

E.  Steel  Castings 

030501 

Tounge 

Shrinkage 

TT-F3 

030502 

Pipe  Coupler 

Dimensional 

F1-F3 

030503 

"V"  Plate 

Shrinkage 

F1-F3 

030504 

Adaptor 

No  obvious  RT  ind 

F1-F3 

030505 

Collar 

Shrinkage 

F1-F3 

*  Cracks  are  not  given  frame  numbers 


Figure  2.1-1  Castings  description 
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Results 
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E 

■ 

2 

D 

B 
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— 

7.5  min 

50 

Steel 

86 

49 

5 

i 

6:1  (1 

19  min 

60 

Steel 

92 

69 

17 

5 

n 

2000 

HI 

4.6  min 

440 

Steel 

13 

0 

1 

n 

107:1(1) 

■ 

MM 

39 

2 

Kfl 

KB 

D 

410 

0.25 

53  sec 

152 

Steel 

84 

60 

15 

1 

14:1  (i) 

4  sec 

100 

81 

5 

0 

0 

149:1(2 

K 

120 

PS® 

4  sec 

100 

Al 

81 

5 

0 

0 

22:1  (3 

■9 

4  sec 

100 

79 

4 

0 

0 

— 

■ 

B 

4 

16  min 

100 

Steel 

38 

10 

B 

B 

100:1  (i) 

Notes:  ( 1 )  Lg  Al  noise  std  5.5* 

(2)  Sm  At  noise  std  2.75* 

(3)  Acrylic  noise  std  5.5* 

(4)  512  reconstruction 

(5)  1024  reconstruction 

(6)  Systems  identified  by  arbitrary  labels  ( ref  [1],  [2] ) 


Figure  2.2-1  CT  systems  performance  chart 
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3.0  COMPONENT  TESTING  AND  RESULTS 


A  primary  objective  of  the  preliminary  CT  testing  was  to  verify  the  ability  of  CT  to  detect  defects 
that  are  routinely  categorized  with  conventional  film  radiography.  The  small  excised  coupons 
containing  casting  defects  were  used  to  directly  correlate  the  measurement  sensitivity  of  CT  and  RT 
to  defect  type.  Defects  in  larger  components  were  simulated  by  inserting  the  flawed  coupon(s)  into 
machined  openings  in  the  host  structure.  The  latter  condition  provided  important  information 
regarding  the  degradation  of  the  CT  defect  detectability  due  to  the  additional  material  and  geometry 
in  the  complete  casting  component 

Only  a  limited,  representative  number  of  test  results  from  the  Figure  2.1-1  candidates  are  presented 
in  this  report  Note  that  in  the  following  testing  results,  casting  components  are  referenced  by  the 
last  3  digits  of  the  part  identification  (PID)  number  and  that  the  full  PID  number  for  aluminum 
castings  is  030XXX. 


3. 1  CT  Correlation  to  RT  Test  Results 

A  variety  of  the  casting  coupons  containing  holes/porosity,  shrinkage  and  cracks  were  CT  scanned 
on  the  systems  listed  in  Figures  2.2-1.  The  ability  of  the  different  CT  systems  to  detect  casting 
defects  is  shown  in  Figure  3.1-1.  Figure  3.1-1  lists  the  coupon  part  identification  (PID)  number, 
the  ASTM  reference  frame  numbers  and  whether  the  defect  conditions  were  detectable  by  the  CT 
systems  tested.  These  examples  were  chosen  to  show  a  range  of  ASTM  categories.  Several  of  the 
coupons  contained  more  than  one  category  of  defect  as  determined  by  film  radiography.  For  the 
fine  defects  (F2  range)  only  the  high  resolution  (2  to  4  lp/mm)  CT  systems  could  detect  the  flaws. 
As  the  ASTM  frame  number  increased,  the  1  lp/mm  systems  could  also  detect  the  flaws. 


PID# 

System  J 

System  B 

System  L 

System  1 

System  K 

118B 

F1-F3 

Detectable 

Detectable 

Not 

Detectable 

Not 

Detectable 

Not 

Detectable 

125 

F2 

Detectable 

Detectable 

Detectable 

Detectable 

Not 

Detectable 

118A 

F5-F6 

Detectable 

Detectable 

Detectable 

Detectable 

Detectable 

125 

F7-F8 

Detectable 

Detectable 

Detectable 

Detectable 

Detectable 

120 

1/2  mm 
crack 

Detectable 

Detectable 

Detectable 

Detectable 

Detectable 

Figure  3.1-1  CT  correlation  to  RT 
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Overall,  the  CT  evaluation  of  the  coupons  were  superior  to  film  radiography  and  provided  essential 
information  on  the  location  of  the  defect  that  was  not  obvious  from  the  radiograph.  Specific  details 
of  inspections  of  test  coupons  containing  various  defect  types,  including  several  of  the  coupons 
listed  in  Figure  3.1-1,  are  discussed  below. 


3.1.1  Filamentary  Shrinkage,  PID  #1 19 

A  small  coupon,  PID  #119,  containing  multiple  string  like  or  filamentary  low  density  indication 
(LDI)  areas  caused  by  shrinkage  during  solidification  of  the  casting  was  excised  from  an  aluminum 
aircraft  housing.  Figures  3.1 -2(a)  and  (b)  are  photographs  of  the  full-sized  and  the  excised  part. 
Figure  3.1 -2(c)  shows  two  film  RT  views  and  Figure  3.1 -2(d)  shows  a  DR  from  System  J. 
Figure  3.1 -3(a)  through  (c)  shows  three  CT  slices  of  the  coupon  from  System  J  taken  at  the  slice 
planes  indicated  in  the  DR  of  Figure  3.1-2(d).  The  filamentary  shrinkage  area  is  seen  in  cross 
section  as  string-like  low  density  groupings  ranging  from  0.25  to  2.0  mm  (0.01  to  0.08  inches)  in 
diameter.  Figure  3.1-3(d)  shows  a  CT  image  taken  on  system  K  at  approximately  location  CT3. 
The  contrast  level  setting  used  in  the  reproduced  image  is  such  that  the  defect  area  is  observed  as 
an  enlarged  hole.  This  system  can  readily  detect  the  defect  feature  but  does  not  resolve  the  detail. 


3.1.2  Dendritic  Shrinkage,  PID  #132 

An  example  of  large  shrinkage  was  found  in  a  sample  aluminum  casting.  The  area  was  excised  to 
form  a  170  x  100  x  25  mm  (6.7  x  3.9  x  1  inch)  slab-like  section  (PID  #132),  as  shown  in  Figure 
3.1 -4(a).  The  flaws,  assigned  ASTM  F6  -  F8  shrinkage,  consist  of  two  dendritic  (or  feathery) 
shrinkage  patterns  as  shown  in  the  radiograph  in  Figure  3.1-4  (b).  A  DR  taken  on  System  I  is 
shown  in  Figure  3.1-4(c).  A  CT  scan  normal  to  the  surface,  taken  on  System  B,  is  shown  in 
Figure  3.1 -4(d).  The  CT  slice  was  effective  in  providing  flaw  depth  and  distribution  information 
which  is  unavailable  in  the  RT  or  DR  images. 

Figure  3.1 -4(e)  shows  a  thick  (15  mm  (0.59  inch))  CT  scan  taken  in  the  plane  of  the  slab-like 
section  on  System  I  using  a  2  MV  source.  The  thick  CT  scan  is  potentially  very  useful  in  quick 
detection  of  flaws  in  a  plate.  Normally,  the  thinnest  possible  CT  scan  beam  is  used  in  CT  to 
provide  the  highest  axial  definition.  The  chief  advantage  of  a  single  thick  slice  is  that  rapid  axial 
coverage  can  be  obtained.  It  is  equivalent  to  summing  together  multiple  thinner  CT  slices. 
Although  depth  resolution  is  lost  with  thicker  slices  the  excellent  sensitivity  of  CT  allows  fine 
details  to  still  be  detected  better  than  RT  (Figure  3.1-4(b)  or  DR  (Figure  3.1-4(c)). 


3.1.3  Shrinkage  Holes,  PID  #125 

An  aluminum  aircraft  sand  casting,  PID  #125,  is  shown  in  Figure  3.1 -5(a).  The  area  circled  on 
the  part  contained  rejectable  flaw  material  in  the  form  of  distributed  holes.  A  film  X-ray  of  the 
defect  region  is  shown  in  Figure  3.1-5(b).  A  square  coupon,  shown  in  Figure  3.1-5(c), 
measuring  38  x  44  x  8  mm  (1.5  x  1.7  x  0.3  inches)  was  excised  from  the  part  and  milled  to 
remove  surface  roughness.  Holes  were  discovered  in  both  top  and  bottom  surfaces  following 
machining.  The  coupon  was  radiographed  and  assigned  ASTM  equivalent  frame  level  areas  from 
F2  to  F7  as  shown  in  Figure  3.1-5(d). 

A  series  of  four  CT  images  obtained  from  system  J  are  shown  in  Figure  3.1-6.  The  slices  were 
taken  near  the  top  surface,  in  the  middle  and  near  the  bottom  surface  of  the  coupon.  The  images 
show  that  the  holes  are  not  evenly  distributed  through  the  depth  of  the  coupon.  The  middle 
contains  multiple  small  holes  visible  down  to  0.25  mm  (0.01  inch)  in  size.  The  lighter  shade  of 
grey  at  the  edges  of  the  images  is  the  beam  hardening  artifact  common  in  CT.  It  is  caused  by 
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Film  X-ray.  Top  View  (d)  DR 

Figure  3.1-2  PID  #1 19  filamentary  shrinkage 


filamentary  shrinkage 


32.  dendritic  (feather )  shrinkage 


25,  shrinkage  holes 


selective  beam  energy  absorption  of  polychromatic  X-ray  beams  along  the  ray  path.  Because  of 
the  image  shading,  the  contrast  level  used  for  reproduction  shows  feature  details  in  the  center  of 
the  coupon  while  washing  out  features  near  the  edges. 


3.1.4  Porosity,  PID  #115 

A  curved,  thin  wall  (8  mm  (0.3  inch)  thick)  coupon,  PID  #115,  sectioned  from  an  aluminum 
aircraft  housing  containing  porosity,  is  shown  in  Figure  3.1-7(a).  The  film  RT,  Figure  3.1-7(b), 
of  the  coupon  shows  only  speckled  low  density  indications  rated  at  ASTM  F5-F6  over  a  30  mm 
(0.047  inch)  square  area.  The  DR,  Figure  3.1-7(c),  from  System  J  is  comparable  to  RT.  A  CT 
slice  across  the  surface  is  shown  in  Figure  3.1 -7(d).  The  CT  data  shows  that  the  porosity  consists 
primarily  of  large  (up  to  0.75  mm  (0.03  inch))  distributed  gas  bubbles  near  the  inside  surface. 
This  clear  definition  of  size  and  location  can  be  extremely  useful.  The  RT  and  DR  images  lack 
depth  information  of  the  gas  bubbles.  The  depth  information  that  CT  shows  indicates  that  these 
defects  could  be  readily  removed  by  subsequent  machining.  Such  images  are  also  helpful  to 
casting  engineers  for  understanding  the  process  and  altering  manufacture  to  avoid  such  problems 
on  future  parts.  Engineers  could  also  use  this  information  to  define  allowable  stress  levels  for 
service  of  this  part 


3. 1.5  Shrinkage  Holes,  PID  #1 18A 

A  40  mm  (1.6  inch)  diameter  defect  coupon,  PID  #1 18A,  excised  from  a  larger  aluminum  casting, 
is  shown  in  Figure  3.1-8(a).  The  RT  reproduction  shown  in  Figure  3.1-8(b)  indicates  that  it 
contains  ASTM  F5-F6  level  holes.  The  detail  of  the  flaw  indications  in  the  RT  image  are  almost 
blurred  out  due  to  the  part  thickness.  Some  of  the  holes  can  been  seen  in  the  photograph  of  the 
machined  surface  of  the  part  the  largest  measuring  about  0.5  mm  (0.02  inches)  across. 

Figures  3.1-8(c)  and  (d)  are  two  CT  scans  taken  on  system  B  through  the  top  and  lower  portions 
of  the  coupon,  respectively,  representing  "flawed"  and  "good"  material  levels  within  the  coupon. 
The  CT  scans  clearly  indicate  that  fairly  large  holes  (up  to  2  mm  (0.08  inch))  exist  and  are 
concentrated  in  the  top  portion  of  the  coupon.  No  holes  were  indicated  in  the  bottom  of  the 
coupon. 


3.1.6  Surface  Crack,  PID  #120 

Surface  cracks  measuring  30  mm  (1.2  inches)  long  and  0.5  mm  (0.02  inch)  wide  were  observed  in 
an  aluminum  sand  casting,  pictured  in  Figure  3.1-9(a).  A  small  (42  mm  (1.65  inch)  diameter  x  7 
mm  (0.28  inch)  thick)  circular  coupon  containing  the  crack  was  excised  from  the  larger  casting  for 
testing.  The  large  shoulder  near  the  crack  was  removed  and  the  typically  rough  sand-cast  surface 
was  smoothed  to  eliminate  confusing  images  of  surface  bumps  appearing  in  the  radiograph.  The 
surface  on  the  crack  side  was  not  faced  off  entirely  smooth  in  order  to  preserve  as  much  of  the 
crack  as  possible.  A  slight  cleft  remained  on  the  coupon  as  can  be  seen  in  the  part  photograph, 
Figure  3.1 -9(b). 

Figure  3.1-9(c)  is  a  reproduction  of  the  film  radiograph  of  the  coupon.  Figure  3.1-9(d)  is  a  0.4 
mm  (0.016  inch)  thick  CT  slice,  taken  on  System  B  at  225  kV,  very  near  the  surface  of  the 
coupon.  The  image  shows  the  near  surface  holes  in  the  casting.  Figure  3.1 -9(e)  is  a  CT  slice 
across  the  part  which  images  the  depth  of  the  crack. 
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Figure  3.1-7  PID  #115,  porosity  (gas  bubbles) 


3.2  Full-Scale  Parts 


While  demonstrating  the  ability  to  observe  casting  defects  in  small  coupons  is  a  first  step  for 
assessing  CT  potential,  it  is  essential  that  CT  be  able  to  detect  defects  in  full-scale  castings.  Two 
full-sized  castings  were  selected  for  preliminary  evaluation.  The  two  candidates  chosen  contained 
only  minor  flaws;  however,  they  were  fitted  with  the  flawed  coupons  described  in  Section  3.1  by 
inserting  them  into  machined  surface  holes.  The  full-scale  castings  were  then  scanned  as  though 
the  flaw  was  naturally  occurring  in  that  location. 

The  first  casting  is  an  aluminum  air  inlet  duct,  PID  #127.  The  casting  measures  170  x  90  x  90  mm 
(6.7  x  3.5  x  3.5  inches),  and  is  pictured  in  Figure  3.2-l(a).  A  circular  hole  large  enough  to 
accommodate  the  flaw  coupons  was  machined  in  the  circular  flat  surface  to  a  depth  of  about  25  mm 
(1  inch).  The  inlet  duct  contains  a  large  gas  pocket  flaw  that  can  be  seen  to  the  left  side  of  the  flat, 
circular  surface  in  the  photograph.  No  other  flaws  were  detected.  The  second  host  casting  is  a 
handle-box  casting,  PID  #102,  shown  in  Figure  3.2-l(b).  This  aluminum  casting  (340  x  220  x  70 
mm  (13.4  x  8.7  x  2.8  inches))  contains  minor  shrinkage  in  one  surface. 

The  shrinkage  holes  (PID  #118A)  and  the  crack  (PID  #120)  test  coupons  were  used  as  the  "defect 
inserts"  in  the  full-scale  host  castings.  The  defects  were  detected  with  CT  but  with  less  detail  than 
when  the  coupons  were  scanned  separately. 


3.2. 1  Inlet  Duct  Casting,  PID  #127 

The  inlet  duct  was  scanned  on  Systems  B  and  L.  Figures  3.2-2(a)  and  (b)  show  a  comparison  of 
images  of  PID  #11 8A  scanned  alone  and  scanned  while  inserted  in  the  larger  inlet  duct  host 
casting,  respectively,  on  System  L  at  350  kV.  There  is  a  loss  in  shrinkage  flaw  definition  due 
primarily  to  the  additional  noise  evident  in  Figure  3. 2- 2(b).  The  signal-to-noise  ratios  are  175  and 
51  for  the  test  coupon  alone  and  inserted  in  the  inlet  duct,  respectively.  Figures  3.2-2(c)  and  (d) 
are  CT  scans  from  System  B  at  420  kV.  The  slice  planes  in  Figures  3.2-2(c)  and  (d)  are  not 
necessarily  at  the  same  level  in  the  part.  The  signal-to-noise  ratio  in  the  images  are  7  and  5, 
respectively,  for  the  coupon  alone  and  inserted  in  the  inlet  duct  casting. 

Figure  3.2-3  shows  the  comparison  of  images  of  the  crack  coupon  PID  #120)  scanned  alone  and 
scanned  inserted  in  the  inlet  duct  casting,  on  System  B  at  225  kV.  The  crack  is  less  distinct  but 
readily  detected  when  it  is  inserted  in  the  larger  casting  structure.  The  signal-to-noise  ratios  are  19 
and  2.5  for  the  coupon  alone  and  inserted  in  the  inlet  duct,  respectively.  Again,  the  slice  planes  are 
not  necessarily  at  the  same  level  in  the  part. 


3.2.2  Handle-Box  Casting,  PID  #102 

The  handle-box  casting  is  larger  than  the  inlet  duct,  and  was  CT  inspected  on  System  I  which  has  a 
2  MV  source  and  a  large  field  of  view.  Figures  3.2-4(a)  and  (b)  are  scans  of  test  coupons  PID 
#120  and  PID  #11 8A,  respectively.  Figure  3.2-4(c)  shows  the  CT  slice  of  the  handle  box  with 
both  of  the  test  coupons  inserted.  The  cracks  and  porosities  in  the  test  coupons  were  detectable 
when  scanned  in  the  full-scale  casting.  Figure  3.2-4(d)  shows  an  enlargement  of  the  PID  #11 8A 
coupon  region.  There  is  an  obvious  reduction  in  the  definition  of  the  defect  indications  in  this 
image  of  PID  #11 8A  as  when  compared  to  Figure  3.2-4(b).  Note  that  (d)  is  reversed  from  (b), 
also  the  slice  planes  may  not  be  exactly  the  same.  In  Figure  3.2-4(b)  holes  of  approximately  6x3 
mm  (0.24  x  0.12  inch),  2x3  mm  (0.079  x  0.12  inch),  and  1  mm  (0.039  inch)  across  are  labelled 
1,  2,  and  3,  respectively,  and  are  easily  detected.  In  Figure  3.2-4(d)  holes  1  and  2  are  easily 
detected  and  even  3  is  detectable. 
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System  L 


nd  inserted  in  Inlet  duct  casting,  showing  shrinkage  holes 
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inserted  in  Inlet  duct  casting 
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#120  Inserted  In  handle-box 


3 . 3  Dimensional  Measurements 


Dimensional  measurements  of  finished  parts  are  very  important  in  casting  manufacture.  Two 
specially  machined  samples  were  made  for  preliminary  evaluation  of  CT  dimensional 
measurements  capability.  The  dimensional  phantoms  are  described  in  Appendix  C.  The  small  (40 
mm  (1.57  inch)  diameter  x  25  mm  (1  inch))  aluminum  phantom  contains  five  accurately  machined 
gaps  (3,  1,  0.5,  0.25,  0.125  mm  (0.12,  0.04,  0.02,  0.01,  0.005  inch))  and  three  holes  (3,  1,  0.5 
mm  (0. 12, 0.04, 0.02  inch)  diameter).  This  phantom  is  used  to  determine  small  gap  measurement 
accuracy  from  CT.  The  larger  (380  mm  (15  inch)  diameter)  stainless  steel  phantom  simulates 
high-alloy  cast  jet  engine  components  for  wall  thinning  measurement  by  varying  the  thickness  of 
two  spokes  using  steps  of  0.25  mm  (0.01  inch)  and  0.12  mm  (0.005  inch). 


3.3.1  Aluminum  Dimension  Phantom,  PID  #000801 

Dimensional  measurement  of  the  machined  gaps  in  the  small  aluminum  phantom  were  made  from 
CT  images  obtained  on  four  different  CT  systems.  Figure  3.3-1  shows  a  CT  scan  image  of  the 
phantom  from  System  J.  The  test  phantom  was  scanned  both  alone  and  inserted  in  the  inlet  duct 
(PID  #127)  on  two  of  the  systems.  The  measurement  results  for  each  CT  image  are  shown  in 
Figure  3.3-2.  The  results  indicate  that  accurate  and  precise  measurements,  better  than  50  microns 
(0.002  inch),  are  possible  in  the  high  contrast  large  gap  regions.  The  values  are  well  within  the 
accuracy  range  for  common  casting  tolerances  of  0.50  to  0.75  mm  (0.020  to  0.030  inch)  and  even 
precision  castings  with  tolerances  down  to  0.05  mm  (0.002  inch).  The  results  are  in  agreement 
with  other  reports  on  dimensional  accuracies  and  precision  of  measurement  from  CT  [3,4].  The 
accuracy  does  decrease  as  the  gaps  narrow  because  the  image  contrast  (modulation)  is  reduced. 
Also,  the  precision  is  reduced  when  the  phantom  is  inserted  in  a  larger  component ,  apparently  due 
to  noise. 

The  dimensional  measurements  were  obtained  by  using  line  plots  across  the  gaps  and  measuring 
the  gap  size  at  a  preset  CT  value  level  on  the  trace.  Figure  3.3-3  shows  plots  across  each  gap  for 
System  J.  The  CT  level  used  for  measuring  the  gap  width  was  the  50  percent  CT  value  between 
the  air  and  aluminum  CT  values  in  the  image.  This  approach  provides  an  accurate  measurement 
when  the  gap  is  large  (e.g.,  3  mm  (0.12  inches)).  In  the  case  of  the  3  mm  (0.12  inch)  gap,  the 
contrast  level  across  the  gap  is  high,  and  the  measurement  accuracy  is  representative  of 
measurements  across  any  region  (exterior  or  interior)  of  a  part  where  a  large  contrast  edge  is 
present.  As  the  gap  narrows,  the  contrast  level  between  the  aluminum  and  the  air  in  the  gap  is 
reduced.  For  the  0.125  mm  (0.005  inch)  gap  this  approach  is  not  feasible  because  the  line  trace 
CT  values  do  not  even  reach  the  50  percent  CT  value. 

Figure  3.3-4  shows  a  plot  of  the  CT  level  setting  (labelled  crossover  percentage  to  represent  the 
CT  value  as  a  percent  of  the  full  modulation  between  air  and  metal)  which  would  give  the  correct 
measurement  of  the  gap  for  Systems  L  and  J  as  a  function  of  gap  width.  In  the  case  of  System  L 
the  crossover  percentage  increases  more  rapidly  than  for  System  J  as  the  gap  width  decreases. 
This  data  confirms  that  the  modulation  is  decreasing  more  rapidly  in  System  L  (a  1  lp/mm  system) 
which  has  inherently  less  resolution  than  System  J  (a  2  to  4  lp/mm  system)  as  discussed  in  CT 
system  performance  data  of  Figure  2.2- 1 . 

The  Figure  3.3-1  data  shuws  that  when  the  dimensional  phantom  was  inserted  in  the  inlet  duct 
(PID  #127),  the  measurement  precision  was  reduced.  The  standard  deviation  of  the  gap 
measurements  increased  significantly  in  several  cases.  This  loss  in  precision  is  due  primarily  to  a 
decrease  in  the  signal  to  noise  in  the  image  when  the  phantom  is  inserted  in  a  larger  object.  For 
example,  the  signal-to-noise  ratios  for  the  phantom  images  from  System  B  were  32  with  the 
phantom  alone  and  6  with  the  phantom  inserted. 
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Figure  3.3-1  Aluminum  dimensional  phantom  CT  scan  from  System  J 
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Figure  3.3-4  Crossover  percentage  vs  gap  width 
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3.3.2  Steel  Dimension  Phantom,  PID  #000701 


The  large  (380  mm  (15  inch)  diameter)  stainless  steel  dimension  phantom  was  scanned  on  a  CT 
system  with  a  2  MV  source  capable  of  penetrating  the  thickness  of  steel  in  this  part.  Figure  3.3- 
5(a)  is  an  image  from  System  I.  According  to  the  CT  performance  data  listed  in  Figure  2.2-2,  the 
capability  of  System  I  for  resolution  is  at  best  a  few  percent  at  1  lp/mm;  however,  the  0.25  mm 
(0.01  inch)  steps  can  be  observed  visually  on  the  CT  image.  The  plot  in  Figure  3.3-5(b),  showing 
the  steps,  was  obtained  by  summing  CT  numbers  for  data  traces  across  the  spokes  for  each  image 
pixel  column  along  the  spokes.  Figure  3.3-5(c)  shows  how  the  data  was  taken  across  the  spoke. 
The  summation  of  CT  numbers  across  location  B  would  be  larger  than  across  location  A  because 
more  steel  is  present.  In  the  plot  of  Figure  3.3-5(b),  the  summation  is  performed  at  each  pixel 
column  in  the  image.  This  is  a  very  interesting  approach  to  analyzing  data  for  dimensional 
accuracy,  and  it  clearly  indicates  the  steps.  By  calibrating  on  a  standard,  this  approach  could  be 
used  to  establish  acceptance  criteria  for  cast  parts  dimensional  measurements.  The  accuracy 
appears  to  be  in  the  range  of  0. 125  mm  (0.005  inch). 


3.4  Three  Dimensional  Results 

Volumetric  data  sets  can  be  obtained  by  taking  contiguous  CT  slices  along  the  axis  of  the  casting 
that  is  being  inspected.  Data  sets  of  this  type  have  been  created  for  PID  #119  (shrinkage),  PID 
#11 8A  (holes),  PID  #120  (crack)  and  PID  #502  (pipe  coupler).  Display  of  these  images  on  a 
three-dimensional  (3D)  imaging  system  is  useful  for  visualizing  and  understanding  defect  features. 
The  3D  images  shown  in  this  report  were  created  on  a  PIXAR  image  processing  system. 

Figure  3.4-1  is  a  3D  image  of  PID  #1 19.  The  data  was  obtained  from  200  slices  taken  at  410  kV 
with  0.125  mm  (0.005  inch)  slice  thickness  on  System  J.  Figure  3.4-2  is  a  3D  image  of  the 
casting  holes,  PID  #1 18A.  The  data  was  taken  at  350  kV  with  1.5  mm  (0.06  inch)  slice  thickness 
and  1  min  (0.04  inch)  slice  indexing  on  System  L.  Figure  3.4-3  is  a  3D  image  of  the  crack,  PID 
#120.  The  data  was  obtained  from  60  slices  taken  at  410  kV  with  0.125  mm  (0.005  inch)  slice 
thickness  on  System  J.  Figure  3.4-4  shows  a  steel  pipe  coupler,  PID  #502,  that  was  scanned  on 
System  I  with  22  slices  and  3  mm  (0.12  inch)  slice  spacing.  The  aspect  ratio  of  this  part  is  slightly 
distorted  in  the  display. 

The  reproduction  of  the  three-dimensional  images  in  this  report  does  not  do  them  justice  as 
compared  to  the  visualization  possible  when  observing  the  data  on  the  image  processing  system 
directly.  The  PIXAR  image  processing  system  can  present  the  data  in  motion  so  that  the  observer 
can  visualize  how  the  defects  are  oriented  in  the  part  geometry.  The  images  are  created  by 
windowing  a  region  of  CT  numbers  which  include  the  flaws  from  the  image  data  set  The  edge  of 
the  part  will  have  a  level  at  which  the  CT  number  falls  into  the  window  and  therefore  the  part  edges 
will  be  defined.  Transparency  in  the  display  of  features  allows  the  inspector  to  see  through  the 
wall  and  observe  internal  details.  A  video  tape  of  the  three-dimensional  studies  showing  the 
objects  in  motion  has  been  produced. 
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Figure  3.3-5  Steel  dimensional  phantom  results 
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(•)  (b)  Rotated  240° 

Figure  3.4-1  Two  selected  3D  views  of  PID  #1 19  (shrinkage) 


(•)  (b)  Rotated  210° 

Figure  3.4-3  Two  selected  3D  views  of  PID  #120  (crack) 
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4.0  COST  BENEFIT  ANALYSIS 


The  preliminary  results  of  the  CT  examination  of  castings  shows  that  CT  can  detect  a  variety  of 
casting  defects  to  various  levels  depending  on  the  object  size  and  geometry.  Also,  CT  can  provide 
dimensional  measurement  capability  with  accuracies  better  than  50  microns  (0.002  inches).  The 
economic  incentive  to  utilize  CT  on  castings  is  dependent  upon  the  benefits  this  capability  provides 
to  industry.  Casting  manufacturing  engineers  estimate,  for  aerospace  castings,  that  from  one-third 
to  two-thirds  of  the  cost  of  a  casting  is  the  current  inspection  requirements  and  practices.  In 
addition,  present  nondestructive  evaluation  techniques  are  limited  with  respect  to  the  type  of  data 
they  produce  and  the  completeness  of  the  data.  Visual,  penetrant  and  radiographic  inspection  are 
the  techniques  required  by  specification  such  as  MIL-STD-2175. 

Castings  represent  an  important  component  in  the  aircraft/aerospace  industry,  but  presently  they 
make  up  only  a  few  percent  of  the  weight  of  an  aircraft  and  are  not  used  as  primary  structure 
except  in  a  few  instances.  Provided  sufficient  inspection  capability  existed  to  establish  structural 
damage  tolerance,  castings  could  replace  more  costly  manufacturing  practice,  be  designed  with 
reduced  weight  and  be  utilized  as  primary  structure.  The  potential  for  weight  savings,  for 
example,  is  in  the  range  of  $200/lb  for  commercial  aircraft  and,  depending  on  the  mission,  $500/lb 
and  higher  for  military  aircraft.  Even  a  few  percent  weight  savings  can  become  significant  on 
fleets  of  hundreds  of  aircraft.  Combined  with  reduced  manufacturing  cost  of  100  to  500  percent 
for  castings  over  alternatives,  there  is  keen  interest  in  manufacturing  engineering  to  establish 
acceptance  criteria  that  would  make  castings  available  for  greater  service  in  aircraft  applications. 

Three  categories  of  potential  for  applying  CT  to  castings  and  achieving  economic  return  are:  1)  On¬ 
line  inspection,  2)  Performance  engineering  evaluation,  and  3)  New  product  development/first 
article  inspection. 


4. 1  On-line  Inspection  of  Castings 

Castings  manufactured  for  aircraft/aerospace  applications  will  often  have  stringent  inspection 
requirements.  For  large  investment  castings  used  in  turbine  engines  the  requirement  will  include 
100  percent  radiographic  inspection.  The  written  procedure  may  consist  of  over  200  pages  and 
require  more  than  1000  radiographic  exposures.  This  level  of  inspection  can  add  over  $30,000  to 
the  cost  of  a  component  One  hundred  percent  CT  inspection  of  even  large  (1500  mm  (59.1  inch) 
diameter)  cast  structures  is  possible  with  CT  at  relatively  economical  costs.  However,  the  level  of 
detail  sensitivity,  relative  to  film  radiography,  with  existing  CT  machines  for  large  castings  is  not 
yet  established. 

The  costs  of  CT  scanning  can  vary  significantly  based  on  the  type  of  system  and  size  of  part. 
Typical  costs  experienced  to  date  on  this  program  range  from  approximately  $2.5  to  $10  per  slice 
for  medical  CT  systems  to  approximately  $20  to  $60  per  slice  for  industrial  CT  systems.  For  100 
percent  inspection  it  is  not  uncommon  to  expect  100  to  300  slices  to  be  used.  It  was  shown  in  the 
study  of  the  filamentary  shrinkage,  PID  #119,  that  moving  to  a  medical  CT  system  could  still 
detect  defects,  but  not  define  them.  In  this  example,  a  much  faster  and  less  expensive  CT 
inspection  is  used  and,  if  the  detection  sensitivity  is  sufficient,  a  very  cost  effective  approach  is 
possible. 

Current  inspection  of  castings  can  encounter  difficulty  with  interpretation.  On  one  aircraft  casting 
example,  with  a  part  value  of  several  hundred  dollars,  the  nearly  3000  parts  produced  since  1962 
had  successfully  passed  inspection.  When  the  inspection  responsibility  (interpreters)  was 
changed,  with  no  change  in  manufacture  or  inspection  procedure,  the  new  interpretation  of  results 
caused  100  percent  rejection  and  several  hundreds  of  thousands  of  dollars  in  additional  costs.  This 
example  is  not  unique  and  is  symptomatic  of  casting  inspection.  The  interpretation  of  results  can 
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be  highly  subjective.  Also,  there  appears  to  be  no  definable  or  predictable  correlation  between  t  ie 
data  and  the  casting  performance.  None  of  the  approximately  3000  parts  in  service  had  ever  failed. 
CT  is  capable  of  providing  a  more  quantitative  and  less  subjective  inspection  method  than  current 
techniques. 

For  economic  use  of  CT  as  an  alternative  to  current  inspections,  the  cost  must  be  competitive  with 
the  present  inspection  cost.  While  inspection  costs  for  castings  vary  widely  depending  on  the  part 
and  its  mission,  it  is  expected  that  total  CT  inspection  costs  need  to  fall  into  the  range  of  $20  to 
$100  per  part  to  be  competitive  on  average  aerospace  castings.  One  issue  of  concern  is  the  real 
need  for  100  percent  CT  inspection.  RT  for  example  is  not  a  truly  100  percent  inspection. 
Although  the  film  coverage  may  be  over  an  entire  part,  the  sensitivity  to  detail  is  certainly  not  the 
same  over  that  coverage  because  of  the  complex  shape  of  castings.  The  percentage  of  inspection 
on  a  casting  at  specified  sensitivity  varies  widely,  but  on  average  could  be  less  than  20  percent  of 
the  part.  Thus,  equivalently,  CT  coverage  of  only  20  percent  would  be  sufficient.  A  real 
advantage  of  CT  is  that  coverage  could  be  specified  for  only  critical  areas.  An  even  better 
approach  is  a  combination  of  DR  and  CT  that  can  be  very  cost  effective  and  can  provide  high 
confidence  inspection.  In  this  approach  a  DR  is  taken  over  the  entire  part  and  CT  slices  are  taken 
at  questionable  locations  from  the  DR  interpretation  or  at  preassigned  critical  points.  Throughput 
from  this  approach  can  be  quite  high.  This  is  the  approach  successfully  used  for  turbine  blade 
inspection. 


4.2  Performance  Engineering  Evaluation 

No  other  single  factor  restricts  the  wider  general  use  of  castings  in  aircraft/aerospace  applications 
more  than  the  inability  to  determine,  with  a  high  degree  of  accuracy,  how  the  castings  will  perform 
in  service.  Unlike  wrought,  forged  or  extruded  metal  products,  castings  lack  the  properties  so 
essential  for  predictability  of  long-term  performance.  Because  castings  are  complex  structures, 
exhibiting  a  large  indeterminate  range  of  properties  and  structural  characteristics,  they  have  never 
been  thoroughly  evaluated  with  respect  to  their  tolerance  for  all  the  various  deficiencies  of  structure 
and  properties  for  which  they  are  routinely  inspected.  In  addition  to  this  very  fundamental 
problem,  there  exists  an  even  more  serious  shortcoming  in  the  manner  in  which  castings  are 
presently  inspected  and  judged  to  be  acceptable  or  not.  That  is,  there  are  no  casting  inspection 
criteria  in  use  in  the  aerospace  industry  today  that  are  quantitatively  related  to  a  predictable  loss  of 
casting  properties.  If  an  effective  casting  inspection  system  can  be  developed  utilizing  computed 
tomography  to  provide  accurate  flaw  size  and  spatial  location  data  necessary  for  structural  damage 
tolerance  analysis,  aerospace  manufacturing  engineers  estimate  that  casting  utilization  would 
double  or  triple  over  present  levels  and  casting  costs  would  decline  to  perhaps  one-half  to  one-third 
of  today's  price  in  the  aerospace  industry. 

Because  the  present  casting  inspection  methods  cannot  provide  quantitative  information,  design 
and  structural  engineers  are  understandably  reluctant  to  take  anything  other  than  an  extremely 
conservative  approach  to  the  wider  use  of  castings  in  aerospace  applications.  There  is  a  real 
possibility  that  over-design,  resulting  from  the  imposition  of  the  typical  1.33  casting  factor,  makes 
all  but  the  most  superficial  visual  inspection  for  major  external  flaws  unnecessary.  Significant 
savings  in  aircraft/aerospace  applications  could  result  from  suitable  inspection  technology  that 
could  eliminate  the  need  for  the  1.33  casting  factor,  allow  more  castings  to  be  used  as  primary 
structure  and  allow  casting  designs  better  suited  to  the  intended  service  requirements. 

A  structural  damage  tolerance/computed  tomography  based  casting  inspection  approach  would 
require  the  development  of  the  following  capabilities:  1)  CAD  casting  design,  2)  Finite  element 
analysis  and  problematic  failure  analysis,  3)  Critical  flaw  size  prediction  for  failure  points,  4)  Load 
test  confirmation  of  failure  modes  and  locations,  and  5)  Inpui  of  critical  flaw  size  and  location  to  a 
CT  casting  inspection  system.  This  concept  is  not  very  far  from  reality.  Progress  is  being  made  in 
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these  areas,  particularly  1, 2  and  5.  As  the  potential  of  this  concept  is  communicated  to  industry, 
interest  will  be  generated  in  obtaining  the  data  for  areas  3  and  4. 


4 . 3  New  Product  Development/First  Article  Inspection 

The  development  of  a  new  cast  product  follows  a  considerable  process  from  concept  to 
production.  If  the  casting  is  aluminum,  it  will  almost  invariably  be  specified  to  conform  to  the 
requirements  of  MIL-A-21180  and  the  inspection  requirements  of  MIL-STD-2175.  The 
development  process  will  include:  1)  Preliminary’  design  requirements,  configuration  concepts  and 
cost  trade-off  studies  for  all  viable  production  methods  (casting,  forging,  weldment,  machined, 
non-metal,  etc.);  2)  Two  or  more  production  concepts  will  go  to  structural  analysis  and  costing  by 
vendor  sources;  3)  Modification  of  design  to  optimize  producibility,  correct  deficiencies  and  reduce 
cost;  and  4)  Source  evaluation  and  selection  including  NDE  techniques.  For  the  actual  casting 
development,  the  design  will  be  converted  to  a  fabrication  practice  and  test  castings  made.  These 
will  be  extensively  nondestructive^  and  destructively  inspected  to  establish  the  optimum  method 
of  casting  manufacture  to  avoid  defects.  CT  can  play  an  important  role  in  reducing  the  cycle  time 
in  developing  new  castings  by  providing  three-dimensional  flaw  information.  This  type  of  data  is 
valuable  to  casting  engineers  for  understanding  the  metal  flow  and  solidification  behavior  so  that 
positioning  of  sprues  and  chills  can  be  optimized  and  defects  minimized. 

A  major  cost  driver  in  castings  will  be  the  requirement  of  meeting  MIL-A-21180  and  MIL- 
STD2175.  A  foundry  will  typically  quote  a  price  three  to  four  times  higher  than  the  same  casting 
ordered  to  commercial  standards.  Industry  experience  with  these  and  similar  specifications  has 
established  that  they  will  require  extensive  inspection  and  the  results  are  very  high  scrap  loss  rates. 
Despite  the  belief  that  the  specifications  assure  premium  quality  casings,  they  are  "premium"  in  the 
sense  that  they  are  relatively  flaw  free.  The  "premium"  quality  that  is  desired  is  that  the  parts  have 
no  critical  size  flaw  in  locations  where  in-service  stress  levels  can  cause  them  to  grow  and 
propagate  in  a  manner  that  the  casting  can  no  longer  perform  its  intended  function.  As  pointed  out 
in  Section  4.2,  CT  offers  the  potential  for  providing  this  typ^*  of  inspection  data. 

On  large,  critical  aircraft/aerospace  castings,  the  first  casting  articles  fabricated  must  undergo 
stringent  nondestructive  and  destructive  measurements  to  assure  that  the  casting  conforms  to  the 
design.  Such  measurement  can  result  in  the  destruct' on  of  one  or  more  castings  worth  tens  of 
thousands  of  dollars  and  require  significant  investments  in  inspection  efforts  worth  several  times 
the  casting  value.  CT  has  potential  to  reduce  these  costs  significantly  if  the  dimensional 
measurement  accuracy  and  defect  sensitivity  is  sufficient  for  the  size  of  casting. 

These  benefits  of  CT  for  dimensional  and  flaw  distribution  measurements  of  castings  are  being 
realized  in  other  industries.  For  example,  the  automobile  industry  in  both  the  U.S.  and  Japan  are 
employing  CT  systems  for  studying  castings.  The  primary  emphasis  has  been  in  dimensional 
measurements  and  product  development.  Accurate  economic  factors  are  not  available,  but  the 
increasing  interest  and  acquisition  of  CT  systems  indicates  a  positive  ROI  in  a  highly  competitive 
market. 


4.4  Standards 

The  economic  implementation  of  CT  for  castings  will  not  only  require  that  CT  show  demonstrated 
inspection  capability,  but  suitable  standards  and  specifications  will  be  required.  Although  this 
preliminary  task  assignment  has  discussed  CT  inspection  relative  to  radiographic  casting 
specifications,  it  should  be  clear  that  CT  provides  a  different  perspective  on  defects  and  present 
radiographic  reference  standards  are  not  suitable.  The  development  of  new  standards  and 
specifications  for  casting  inspection  utilizing  CT  is  no  small  task.  However,  the  overall  approach 
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to  CT  inspection  for  damage  tolerance/fitness-for-service  evaluation  is  much  more  desirable  than 
current  practice.  As  such,  the  economic  incentive  to  move  to  CT  based  inspection  will  exist, 
provided  CT  inspection  costs  are  within  a  comparable  range  to  existing  techniques. 


* 


A 
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5.0  CONCLUSIONS  AND  RECOMMENDATIONS 


5 . 1  CT  of  Castings  Conclusions 

This  preliminary  task  assignment  on  CT  for  castings  has  identified  a  number  of  important  issues 
affecting  the  potential  for  economic  payoff  by  using  CT  on  castings.  The  primary  conclusion 
drawn  from  the  effort  is  that  CT  can  be  more  sensitive  to  flaws  than  radiography  and  spatially 
defines  the  flaw  distribution  in  depth.  By  comparing  CT  sensitivity  on  small  flawed  coupons  to 
RT  it  was  observed  that  CT  could  readily  detect  defects  in  a  much  more  understandable  manner 
than  RT.  While  the  RT  image  contained  an  integration  of  flaws  throughout  the  part  depth,  CT 
showed  where  significant  flaws  existed  within  the  depth  of  the  part  and  where  they  did  not.  This 
points  out  that  the  ASTM  classification  methodology  is  not  very  appropriate  for  CT  because  it  is  an 
integrated  defect  criteria  and  CT  can  image  even  very  small  flaws  individually,  locating  them 
accurately  in  the  object 

Dimensional  measurements  from  CT  data  were  found  to  have  accuracies  better  than  50  microns 
(0.002  inches).  The  ability  to  obtain  measurements  on  casting  configurations  is  a  significant 
capability  of  CT.  The  measurement  accuracy  is  dependent  on  the  CT  system  resolution,  the  image 
noise  and  the  method  of  edge  detection  measurement  The  edge  detection  technique  is  a  topic  for 
further  investigation,  but  it  should  be  possible  to  increase  measurement  accuracies  by 
implementing  more  sophisticated  edge  detection  algorithms.  Dimensional  measurements  of 
castings  is  a  critical  enabling  capability  for  casting  development  and  first  article  inspection  with  a 
high  potential  for  significant  cost  benefit.  In  fact,  this  utilization  of  CT  has  been  used  in  the 
automotive  industry  in  the  U.S.  and  Japan  to  justify  the  acquisition  of  CT  systems. 

The  casting  size  and  geometry  were  found  to  affect  the  CT  sensitivity.  As  the  casting  size 
increased,  die  CT  systems  were  less  sensitive  to  the  defects.  This  is  to  be  expected,  and  represents 
a  design  challenge  of  matching  CT  performance  to  part  size  and  geometry.  This  problem  will 
require  additional  study  to  quantify  die  various  tradeoff  effects  such  as  CT  system  handling  size, 
resolution,  and  scan  time.  Artifacts  due  to  part  geometry,  other  than  beam  hardening,  were  not  a 
significant  issue  in  the  study.  However,  it  is  known  that  in  complicated  castings  reconstruction 
artifacts  due  to  the  part  features  will  influence  the  detectability  of  defects.  This  needs  to  be 
quantified  and  will  require  further  study. 

The  type  of  CT  system  employed  was  shown  to  affect  detail  sensitivity.  It  was  found  that  small 
defects  could  be  detected  with  1  lp/mm  resolution  CT  systems,  but  not  accurately  resolved.  This 
issue  is  important  for  production  inspection  because  it  is  possible  to  design  an  inspection  scheme 
such  that  low-cost,  high-speed  CT  can  be  used  where  critical  size  defects  must  be  detected  but  not 
necessarily  resolved. 

Three-dimensional  (3D)  data  sets  of  castings  provided  dramatic  defect  and  feature  visualization  for 
engineering  evaluation  of  casting  problems.  The  3D  display  allows  the  image  of  the  part  to  be 
rotated  in  space.  The  material  is  given  a  transparency  which  allows  the  inspector  to  look  through 
external  surfaces  to  observe  internal  detail,  allowing  part  evaluation  by  less  skilled  personnel.  The 
next  step  in  this  process  is  to  correlate  the  images  with  3D  computer  aided  design  packages  and  3D 
model  building  technology. 

Current  specified  casting  inspection  procedures  do  not  relate  to  quantitative  damage  tolerance 
criteria,  whereas,  CT  data  is  quantitative  and  has  significant  potential  for  use  in  fitness-for-service 
evaluation  of  castings.  This  is  a  most  important  conclusion  for  the  long-term  aircraft/aerospace 
application  of  castings  because  the  potential  to  utilize  engineering  based  acceptance  criteria  could 
reduce  casting  rejection  rates  significantly.  Developments  in  this  area  are  expected  to  have  very 
high  economic  payback  in  the  future. 
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The  economic  potential  of  having  a  quantitative  NDE  method  such  as  CT  is  significant  in  terms  of 
overall  reduced  manufacturing  costs  and  greater  application  of  castings  in  industry.  This  is 
primarily  achieved  by  being  able  to  accept  castings  whose  defects  are  in  non-critical  locations.  CT 
and  DR  data  is  digital  and  more  readily  processed  than  radiographic  film;  as  such  it  has  potential  to 
offset  radiographic  film  costs,  interpretation  effort  and  archiving  costs.  The  ability  to  image  in 
complex  geometries  is  also  of  economically  competitive  value  relative  to  radiography  for  which 
complex  geometries  are  difficult  if  not  impossible  to  evaluate  adequately.  Nevenheless,  the 
amortized  cost  of  CT  inspection  equipment  and  operation  will  need  to  be  competitive  within  a 
reasonable  factor  to  other  NDE  methods.  This  will  require  further  study  but  appears  to  be  feasible 
with  high-throughput  CT  systems,  as  evidenced  by  the  turbine  blade  industry. 


5.2  Recommendations 

We  believe  that  the  application  of  CT  to  castings  has  a  high  potential  for  significant  payoff.  Two 
key  areas  need  to  be  addressed  in  order  to  accurately  assess  the  economics  of  implementing  CT  in 
casting  production.  The  primary  area  is  to  understand  the  effect  of  full-scale  casting  geometry  on 
CT  defect  sensitivity.  Both  detection  and  feature  dimensional  measurements  are  affected  by  the  CT 
system  required  to  handle  the  part  size  and  provide  adequate  X-ray  penetration,  and  by  the  artifacts 
that  may  occur  from  part  geometry  or  CT  system  operations.  These  effects  need  to  be  quantified 
as  best  as  possible  and  techniques  for  reducing  their  influence  must  be  developed.  Specifically, 
this  would  include  artifact  reduction  techniques,  edge  detection  algorithms  and  dimensional 
measurement  algorithms. 

The  second  area  requiring  investigation  is  the  applicability  of  utilizing  CT  data  in  structural  damage 
tolerance  criteria  calculations.  Development  of  this  would  have  far  reaching  consequences  for  the 
economic  utilization  of  not  only  castings  but  many  engineering  materials  and  processes.  By 
converting  CT  data  into  a  form  suitable  for  finite  element  modeling,  this  process  can  be  enabled. 
The  driving  issue  is  to  ultimately  develop  inspection  acceptance  criteria  on  cast  parts  that  is 
matched  to  how  they  will  perform  in  service. 

In  addition  to  these  key  areas,  further  experimentation  on  high-throughput  CT  equipment  is 
needed.  This  effort  is  necessary  to  accurately  establish  the  economic  factors  for  CT  systems  as 
they  maj^je  applied  to  castings.  The  progress  being  made  in  CT  system  capabilities  are  resulting 
in  reduced  CT  inspection  costs  for  castings. 
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APPENDIX  A 

X-RAY  IMAGING  TECHNIQUES 


The  three  techniques  of  X-ray  imaging  used  in  the  castings  task  assignment  are  film  radiography, 
digital  radiography,  and  computed  tomography. 


A1  Him  Radiography 

Conventional  film  radiography,  as  illustrated  in  Figure  Al-1,  uses  a  two-dimensional  radiographic 
*  film  to  record  the  attenuation  of  the  X-ray  radiation  passing  through  a  three-dimensional  object. 

This  results  in  a  shadowgraph  containing  the  superposition  of  all  of  the  object  features  in  the  image 
and  often  requires  a  skilled  radiographer  to  interpret. 


Figure  Al-1  Film  radtography 
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A2  Digital  Radiography 

Digital  radiography  (DR)  is  similar  to  conventional  film  radiography.  The  DR  is  performed  on  a 
system  where  the  film  is  replaced  by  a  linear  array  of  detectors  and  the  X-ray  beam  is  collimated 
into  a  fan  beam  as  shown  in  Figure  A2-1.  The  object  is  moved  peipendicular  to  the  detector  array 
and  the  attenuated  radiation  is  digitally  sampled  by  the  detectors.  The  data  is  'stacked'  up  in  a 
computer  memory  and  displayed  as  an  image. 


Linear 


Figure  A2-1  Digital  radiography 
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A3  Computed  Tomography 

Computed  tomography  (CT)  produces  cross-sectional  images  of  thin  planes  of  an  object.  To 
generate  a  CT  image.  X-ray  transmission  is  measured  by  an  array  of  detectors  as  shown  in  Figure 
A3-1.  Data  is  taken  by  translating  and  rotating  the  object  so  that  many  viewing  angles  about  the 
object  are  used.  A  computer  mathematically  reconstructs  the  cross-sectional  image  from  the 
multiple-view  data  collected.  A  primary  benefit  of  CT  is  that  features  are  not  superimposed  in  the 
image  thus  making  it  easier  to  interpret 


Figure  A3-1  Computed  tomography 


APPENDIX  B 

FOUNDRY  CONTACT  LIST 


FOUNDRY 

CONTACTED 

TYPE  OF 
FOUNDRY 

Arwood  Corporation 

3855  West  150th  St 
Cleveland,  OH  44111 

Investment 

Atlas  Foundry  & 

Machine  Co. 

3021  S.  Wilkeson  St. 

Tacoma,  WA  98409-8857 

Sand 

Aurora  Engineering 

1451  E.  Main  St. 

Santa  Paula,  CA  93060 

Investment 

Beals  Casting 

520  Suth  Palmetto 

Ontario,  CA  91762 

Sand 

Bralco,  Inc. 

7620  2nd  Ave  S. 

Seattle,  WA 

Sand 

Cercast,  Inc 

3905  Industrial  Blvd 

Montreal  North  Quebec 
H1H272 

Investment 

Cercon  Casting  Corp. 

201  Consolidate  Dr. 

Hillsboro,  TX  76645 

Investment 

Coast  cast 

14831  Maple  Ave 

Cardena,  CA  90247 

Investment 

Fansteel/Wellman 

Dynamics 

P.O.  Box  147 

U.S.  Route  34 

Creston,  IA  50801 

Sand 

Golden  State  Castings 

4008  134th  N.E. 

Marysville.  WA  98270 

Investment 

Hemet  (AMCAST) 

Steel  Casting  Co. 

11000  Hersey  Blvd 

Rancho  Cucamonga, 

CA  91730 

Investment 

ALLOYS 

POURED 

Ferrous 

& 

Non-Ferrous 

Ferrous 


Aluminum 


Aluminum 


Aluminum  &  Brass 


Aluminum 


Aluminum 


Ferrous 

& 

Non-Ferrous 

Aluminum 

& 

Magnesium. 


Ferrous 

& 

Non-Ferrous 

Steel 
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FOUNDRY 

CONTACTED 

TYPE  OF 
FOUNDRY 

ALLOYS 

POURED 

Hemet  \  AMCAST) 

Casting  Co. 

760-West  Acacia  Ave. 

Hemet,  CA  92343-4044 

Investment 

Aluminum 

Hichcock  Industries  lnc.and 

8701  Harriet  Ave  S. 

Minn,  MN  55420 

Sand 

Aluminum 

& 

Magnesium 

Hitchiner  Mfg  Co. 

P.O.  Box  220 

O'Fallon,  MD  63366 

Investment 

Aluminum 

Hollywood  Alloy 

Casting  Co. 

2000  Santa  Fe  Ave 

Compton,  CA  90220 

Sand 

Aluminum 

Howmet 

Tl-Cast  Division 

1600  S.  Warner  St. 

Whitehall,  Ml  49461\ 

Investment 

Titanium 

LinmokJ  Co. 

400  EAst  Carlin  Ave 

Compton,  CA  90224 

Sand 

Aluminum 

Lo  Nigro  Castings 

145  Pacific  St. 

Pomona,  CA  91768 

Sand 

Aluminum 

Magparts 

1545  Roosevelt  St. 

Azusa,  CA  91702 

Sand 

Aluminum 

& 

Magnesium 

Morel  Foundry 

3400  26th  Ave  S.W. 

Seattle,  WA  98106 

Sand 

Aluminum 

PAC  Foundries 

705  Industrial  Ave 

Port  Hueneme.CA  93041 

Investment 

Ferrous 

& 

Non-Ferrous 

Precision  Castparts  Co. 

4600  S.E.  Harney  Dr 

Portland,  OR  97206 

Investment 

Ferrous 

Non-Ferrous 

Precision  Founders,  Inc 

414  Hester  St. 

San  Leandro,  CA  94977 

Investment 

Ferrous 

Presto  Casting 

5440  W.  Missouri 

P.O.  Box  1059 

Glendale,  AZ  85311 

Sand 

Magnesium 
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FOUNDRY 

CONTACTED 

TYPE  OF 

FOUNDRY 

ALLOYS 

PQIIBEB 

Riverside  Foundry 

4008  134th  N.E. 

Marysville.  WA  98270 

Sand 

Aluminum 

Seacast,  Inc. 

207  So.  Bennet  St. 

Seattle.  WA  98108 

Sand 

Aluminum 

Sigma  Casting  Corp. 

1011  Charlie  Road 

City  of  Industry,  CA 

91748 

Investment 

Aluminum 

Sunset  Foundry  Co. 

8828  So.  206th  St 

Kent.  WA  98035 

■  Sand 

Aluminum 

Teledyne  Cast  Prod. 

4200  W.  Valley  Blvd 

Pomona,  CA  91766 

Sand 

Aluminum 

Tiemay 

2818  E.  Illini 

Phoenjx,  Ax  85040 

Investment 

Ferrous 

& 

Non-Ferrous 

Titech  Int,  Inc 

4000  W.  Valley  Blvd 

Pomona,  CA  91769 

Investment 

Titanium 

V&W  Castings 

6032  Shull  Street 

Bed  Gardens,  CA  90201 

Sand 

Aluminum 
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APPENDIX  C 
CT  PHANTOMS 


A  set  of  CT  phantoms  was  developed  for  the  Advanced  Development  of  X-ray  Computed 
Tomography  Applicatons  program  in  order  to  provide  consistent  evaluation  of  results  from  various 
CT  systems.  The  phantoms  serve  several  purposes.  First,  they  provide  a  quantitative  measure  of 
the  CT  machine  capability  that  can  be  used  repetitively  to  assure  consistent  performance.  Second, 
the  quantitative  measurements  can  be  used  in  conjunction  with  part  images  to  assess  a  quality  level 
necessary  to  achieve  desired  detection  or  measurement  levels  in  the  inspected  parts.  Third,  the 
phantoms  can  be  used  to  select  CT  systems  based  on  the  desired  sensitivity  level  for  the  CT 
application. 

The  use  of  phantoms  for  CT  is  complicated  due  to  the  wide  range  of  parameters  in  any  CT 
inspection.  Therefore,  caution  must  be  used  in  extrapolating  phantom  data  to  suggest  a  "best" 
overall  CT  system.  In  fact,  CT  systems  have  varying  designs  that  result  in  a  range  of  performance 
characteristics.  The  phantoms  allow  the  user  a  quantitative  measure  of  quality  level  that,  combined 
with  other  operating  parameters,  may  suggest  an  optimum  system.  While  the  phantoms  used  in 
this  program  measure  line  pair  resolution  and  contrast  sensitivity,  there  are  several  other  important 
parameters  a  user  must  be  concerned  with  in  selecting  a  machine  for  scanning:  scan  time,  field  of 
view,  object  penetration,  data  manipulation,  system  availability  and  cost. 

Three  basic  CT  performance  phantoms  and  two  dimension  measurement  phantoms  have  been 
constructed.  The  CT  performance  phantoms  are:  line  pair  resolution  phantom,  contrast  sensitivity 
phantom  and  a  density  standard  phantom.  The  resolution  and  contrast  sensitivity  measurements 
are  fundamental  measures  of  a  system.  The  density  measurement  is  more  of  a  calibration.  The 
dimensional  measurement  phantoms  are  of  two  types,  one  for  general  small  CT  system  gap 
measurements  and  one  for  larger  CT  system  wall  measurements. 


Cl  Resolution  Phantom 

Figure  Cl-1  shows  the  line  pair  resolution  phantom.  The  phantom  consists  of  sets  of  metallic  and 
acrylic  plates  of  specified  thicknesses.  Line  pairs  of  0.5,  1,  2  and  4  lp/mm  are  formed  by  the 
phantom. 

The  entire  assembly  is  bolted  together  and  the  line  pair  plates  can  be  changed  if  additional  or  a 
different  range  of  line  pairs  is  desired.  Following  CT  scanning  the  reconstructed  image  is  analyzed 
by  measuring  the  modulation  of  the  CT  numbers  resulting  from  a  trace  across  the  line  pairs.  The 
modulation  at  each  line  pair  set  is  measured  as  a  percentage  of  the  modulation,  where  the 
modulation  measured  between  the  3  mm  (0.12  in)  thick  metal  reference  bar  and  3  mm  (0.12  in) 
thick  acrylic  steps  is  100  percent.  Operating  parameters  such  as  field  of  view,  slice  thickness, 
integration  time  and  detector  collimation  will  affect  the  results.  It  is  desirable  to  obtain  data  at  CT 
machine  parameters  that  are  the  same  as  that  used  for  part  scanning.  The  resolution  phantom  has 
been  fabricated  in  two  forms,  steel/acrylic  and  aluminum/acrylic.  The  steel/acrylic  phantom  is  for 
systems  of  300  kVp  and  up,  die  aluminum/acrylic  phantom  is  for  systems  under  300  kVp. 

Figure  Cl-2  shows  a  CT  image  of  the  steel  resolution  phantom  obtained  from  a  high-resolution  CT 
machine.  The  CT  image  density  contour  line  across  the  gauge  indicates  modulation  for  the 
respective  line  pair  measurements  at  approximately  82  percent  at  1/2  lp/mm,  46  percent  at  1  lp/mm, 
4  percent  at  2  lp/mm,  and  0  percent  at  4  lp/mm. 
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C2  Contrast  Sensitivity  Phantom 


The  contrast  sensitivity  phantom  is  a  uniform  disc  of  aluminum,  25  mm  (1  inch)  thick.  Two  sizes 
were  made,  one  is  140  mm  (5.5  inch)  in  diameter  and  the  other  is  70  mm  (2.76  inch)  in  diameter. 
The  smaller  diameter  size  is  used  on  systems  with  small  fields  of  view  or  low  kVp.  Figure  C2-1 
shows  an  example  CT  slice  of  the  large  aluminum  contrast  sensitivity  phantom  with  the 
corresponding  density  trace. 

The  measurement  of  contrast  sensitivity  is  obtained  by  taking  a  region  in  the  reconstructed  image 
and  determining  the  average  and  standard  deviation  for  all  CT  numbers  in  the  region.  A  typical 
region  size  of  1  cm  (0.39  inch)  diameter  is  used.  Readings  are  usually  taken  at  the  center  of  the 
>  disk.  The  ratio  of  the  average  to  the  standard  deviation  is  used  as  a  signal  to  noise  measurement. 

The  inverse  is  a  measure  of  contrast  sensitivity.  The  signal  to  noise  measurement  for  the  density 
trace  shown  in  Figure  C2-1  is  approximately  6. 

The  signal  to  noise  ratio  measurements  are  an  important  measure  of  system  performance.  The 
values  improve  with  higher  signal  strengths.  They  also  improve  with  smoothing  algorithms  in  the 
reconstruction;  however,  this  will  decrease  the  resolution.  Thus,  the  signal  to  noise  and  resolution 
must  be  considered  together  in  assessing  a  quality  level  for  performance. 


C3  Density  Calibration  Phantom 

The  density  calibration  phantom  construction  drawing  is  shown  in  Figure  C3-1.  It  consists  of  an 
acrylic  disk  of  140  mm  (5.5  inch)  diameter  with  inserts  of  ten  various  materials. 

The  CT  numbers  for  each  insert  from  the  reconstructed  image  are  plotted  against  the  known 
densities  to  serve  as  a  calibration  curve  for  the  machine.  The  insert  materials  vary  in  atomic 
number  which  adds  another  variable  in  the  process  when  the  X-ray  energy  is  such  that  the 
photoelectric  effects  are  significant.  Nevertheless,  the  phantom  is  useful  for  indicating  the  general 
density  sensitivity  and  accuracy  of  a  CT  machine.  A  Cf  scan  of  the  density  calibration  phantom  is 
shown  in  Figure  C3-2. 

The  calibration  plot  for  a  420  kV  CT  system  is  shown  in  Figure  C3-3.  The  CT  number  (or 
density),  averaged  over  a  small  region  in  the  center  of  the  insert,  is  plotted  along  the  horizontal  axis 
and  material  density  along  the  vertical  axis. 


C4  Small  A1  Dimension  Phantom 

Figure  C4-1  is  a  draw  itig  of  a  small  (40  mm  (1.6  inch)  diameter  x  25  mm  (1  inch)  thick)  aluminum 
dimension  phantom.  The  phantom  contains  machined  surfaces,  bolted  together  to  form  gaps  of  3, 
1,  0.5,  0.25,  0.15  mm  (0.12,  0.04,  0.02,  0.01,  0.006  inch)  and  both  axial  and  side  drilled  holes 
of  3, 1  and  0.5  mm  (0.12, 0.04, 0.02  inch)  diameter.  Figure  C4-2  is  a  photograph  of  the  phantom 
(PID  #000801). 

Dimensional  measurement  accuracy  of  a  CT  system  will  be  a  function  of  the  resolution  and 
contrast.  Figure  C4-3  shows  a  line  trace  taken  across  the  1  mm  ''0.04  inch)  gap  of  the  phantom 
from  a  CT  system  with  approximately  10  percent  modulation  at  1  lp/mm  and  a  signal-to- noise  ratio 
of  70. 
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mm  (0.5  in)  Dia. 


1 


View 


Each  density  phantom  is  a  cylinder  measuring 

13  mm  (.05  in)  dia.  x  25  mm  (1.0  in)  +/-  .0025  mm  (0.001  in) 


The  cylinders  and  their  corresponding  densities  are  listed  below. 


Material 


Density _ (q/cc) 


1  Air  Gap 

2  High  Molecular  Weight  Polyethylene  0.945 

3  Nylon  1.156 

4  Nylatron  1.165 

5  Acrylic  Plexiglas  (core  material)  1.193 

6  Delrin  1.507 

7  Magnesium  1.784 

8  Teflon  2.179 

9  Aluminum  2.704 

10  Titanium  4.423 


Figure  C3-1  Density  calibration  phantom 
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Measured  Density  (gm/cc) 
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25mm  (1  in) 


C5  Large  Dimension  Phantom 

Figure  C5-1  is  a  drawing  of  a  dimensional  phantom  that  represents  wall  thinning  in  high  alloy 
turbine  engine  parts.  The  material  is  steel.  The  380  mm  (15  inch)  diameter  phantom  has  spokes, 
two  of  which  have  thickness  steps.  One  steps  in  units  of  0.25  mm  (0.01  inch)  and  the  other  in 
units  of  0.125  mm  (0.005  inch).  Figure  C5-2  is  a  photograph  of  the  phantom  (PID  #000701). 
Figure  C5-3  shows  a  line  trace  from  a  CT  scan  of  the  phantom  to  measure  wall  thickness. 
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